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ABSTRACT

The Advanced Sensor Evaluation and Test (ASET) Facility,

which simulates physical and optical exoatmospheric

environmental conditions, provides the capability for

radiometric calibration of infrared sensors and astro-

nomical telescopes. The techniques and procedures

developed and used to calibrate the facility are dis-

cussed.

INTRODUCTION

The Advanced Sensor Evaluation and Test (ASET) Facility,

Figure i, was developed by the McDonnell Douglas Astronautics

Company (MDAC), Huntington Beach, California, as part of the

Space Simulation Laboratory. The facility offers the capability

to measure selected performance parameters, providing a radio-

metric calibration for a variety of infrared sensors in a simu-

lated space environment.

This calibration ensures known and accepted values for the

collimator beam irradiance which is the irradiance at the

entrance aperture of systems under test.

Any optical measurement system intended for operation in an

exoatmospheric environment must receive a meaningful preflight

calibration, which provides the basis both for an evaluation to

verify the predicted performance capability of the optical system,

and for the actual flight test data reduction and analysis.

Reliable techniques and procedures have been established to

ensure a controlled measurement process which, under statistical

analysis, provides the degree of precision and accuracy with

which optical systems can be calibrated within the facility.

Because there are presently no national standards for the

unique ASET Facility's operational environment, it is impossible

to obtain an absolute measure of the irradiance. However, based

upon experiments and calculations, values and limits have been

established by MDAC. The precision of measurement is extremely

good. When an absolute standard becomes available, the accuracy

values presently given can be converted.
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ASETFACILITY

TheASETFacility, whoseschematicdiagramis shownin Fig-
ure 2, consistsof a stainlesssteel vacuumchamberwltb aninner
cryoshroudhousinganon-axisparaboliccollimator, a radiant
energysourceassembly,a calibration monitorthat subtendsone
portion of the collimatedbeam,anda pair of scanningmirrors
that direct the radiant energyfromanotherportionof the colli-
matedbeaminto a sensorundertest.. All the optical elements
consist of Kanigencoatedaluminum_andtheir activesurfacesare
gold coated. Vacuumlevels of l0-° torr or better canbeachieved
with amultistage, contamination-freepumpingsystem.A densegas
heliumclosed-cyclecoolingsystemcoolsthe cryoshroudandall
other interior structures, components,andoptical elementsto a
temperatureof approximately20 Kelvin, thereby producing an

extremely low radiation background. Tests have shown that once

stabilization at the cold operational temperature has occurred,

there is no measurable degradation of the performance of the col-

limator assembly due to cooling.

Also associated with the facility is a clean room that can

maintain the sensor under test in a class-100 clean environment,

which is defined as one having no more than 100 particles of

0.5-_ diameter or larger per cubic foot of clean room volume. A

special air shower and cover are used to protect the aperture of

the sensor from contamination when the sensor is attached to the

chamber interface.

COLLIMATOR

The collimator assembly, shown in Figure 2, consists of a

0.81-m parabola having a focal length of 3.02-m, and two 0.81-m

by 1.06-m piano-folding mirrors. Its performance was found to be

diffraction-limited for wavelengths longer than 8-um. During

development the spatial distribution of the collimated beam's

flux density was assessed and the expected symmetry and uniform-

ity were observed.

STANDARD SOURCE ASSEMBLY

The standard source assembly is shown in Figure 3. It con-

sists of a blackbody-type source with a fixed frequency chopper

and a set of stepped limiting apertures located in front of its

cavity, with a second set of stepped variable apertures located

at its exit aperture, and a special dual-surface reflector

mounted inside the integrating cavity. The interior surface

texture of the integrating cavity walls and one side of the dual-

surface reflector was achieved by peening these surfaces with

glass beeds of size 20-30 screen mesh. The selected aperture

located at the blackbody cavity is imaged, either into the inte-

grating cavity or onto the selected exit aperture of the integrat-

ing cavity, with unity magnification via a toric mirror and four

folding piano-reflectors and the dual-surfaced reflector located
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inside the integrating cavity. Theexit apertureof the integrat-
ing cavity is locatedat the backfocusof the sourceprojector,
whichprojects a 2.36-times-reduced image into the focal plane of

the parabolic collimator.

The source assembly can be operated in three different modes,

depending on the angular position of the dual-surfaced reflector

inside the cavity. The specular surface reflection mode is used

to directly image the blackbody cavity aperture onto the integrat-

ing cavity exit aperture, when high irradiance levels are required.

In the diffuse reflection mode, the dual-surfaced reflector is

rotated 180 degrees so that its peened surface is in position to

diffusely deflect the radiant energy onto the integrating cavity's

aperture. The lowest irradiance levels are achieved by rotating

the dual-surfaced reflector into a position where it does not

intercept the beam entering the cavity and where the diffuse side

is facing the cavity's exit aperture. In this test mode, called

the integrating cavity mode of operation, the beam first strikes

a convex diffuse reflecting surface of a button-type insert

mounted in the wall of the integrating cavity. The diffuse button

reflects the radiant flux toward the front half of the integrating

cavity, from which it is again diffusely reflected toward the dif-

fuse surface of the dual-surfaced reflector. This surface now

provides a uniform Lambertian radiant background for the integrat-

ing cavity exit aperture, and fills the field of view of the

source proJector.

In the specular mode of operation, the 8-ram blackbody is used

exclusively; only the exit apertures of the integrating cavity are

varied. In the two other modes, combinations of the two sets of

variable apertures can be used to control the beam irradiance.

Furthermore, in the integrating cavity mode, an attenuator plate

can be rotated into the exit beam from the blackbody to obscure

any desired portion from reaching the integrating cavity. The

final result is that for any given blackbody temperature this

source assembly can provide a range of irradiance values in the

collimated beam that spans more than nine orders of magnitude.

This is achieved without filters or impractical aperture sizes.

The effective attenuation factor between the specular mode and the

diffuse mode for a selected set of apertures is approximately

15.4, while the effective attenuation factor between the diffuse

mode and the integrating cavity mode is approximately 600.

CALIBRATION MONITOR

The calibration monitor is mounted with the collimator

assembly. It consists of a Cassegrainian telescope, referred to

as the tester telescope, and a bolometer-type detector assembly.

The tester telescope has a primary mirror 0.204 m in diameter, an

F-number of 3.5, and an effective collection area of 211.6 cm 2.

The optical performance of the tester telescope was measured and

found to be diffraction-limited for all wavelengths greater than

3.5 _m. The tester telescope is mounted looking downward into

the collimated beam of the ASET collimator, with its optical axis
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parallel to the axis of the collimatedbeam. It interceptsa
0.2-m-diameterportion of the collimatedbeamadjacentto that
portion of the beamwhichis usedin testing systems.Thebolom-
eter assemblyis mountedona three-axisdetectortable, andits
detectorelementis placedat the focal planeof the tester
telescope.

BLACKBODY-TYPESOURCEASSEMBLY

Theblackbodysourceassemblygeometryis presentedin Fig-
ure4. Thesourceassembly,whichconsistsof the blackbody-type
source,the baffling structure, steppedlimiting apertures,and
the fixed-frequencychopper,is mounteddirectly onthe cooled
three-axissourcetable. Thedimensionsof the source-limiting
aperturesvary in six discrete stepsfrom0.76to 8.00mmin diam-
eter. Thechopperis mountedona shaft betweenthe mounting
plates andis driventhrougha nylongeartrain by a fixed-
frequencymotorthat mountson thebacksideof the apertureplate
in anenclosedradiation shield can. Toensurecoolingof the
aperturesandthe chopperblade, theblackbodyis mountedona
separatemountingstructure, with its heatsink achievedthrougha
controlledheatleak directly to the actively cooledsourcetable.
Thesourcetable temperatureiS force-cooledto approximately
20-Kelvln. A 25-Kelvinmaximumaperturetemperaturehasbeen
measuredwhenthe blackbodywasoperatedat 300Kelvin. The
entire sourceassemblyis covered,well baffled, andcooledto
eliminateanyunwantedenergy.

Theblackbodycavity is fabricatedfromultra-pure aluminum
(ll00 series). At the timeof the bolometercalibration the
cavity wasassumedto havea surfaceemissivity of 0.90, result-
ing in aneffective calculatedemissivityof 0.9977,determined
accordingto the methodof Gouff_. Thecavity temperatureat that
timewasmonitoredusinga single copper:constantanthermocouple.
Currently,the cavity temperatureis monitoredby three copper:
constantanthermocouplesembeddedin its wall symmetricallyaround
the apexof the cavity. Thereferencetemperatureusedfor the
blackbodyis liquid nitrogen.

At the timeof the initial ASETFacility bolometerresponsiv-
ity calibration, the blackbodyradiant exitance(M)wasdetermined
bymeasurementsof its temperatureandcalculationof its effec-
tive emissivity. Thevalueusedfor the Stefan-Boltzmannconstant
was5.6697x l0-12W-cm-2 K-4, asper NAS-NRCCommittee,1963,
NBS,U.S.TechnicalNewsBulletin, No.lO, pp. 175-177.

BOLOMETERCALIBRATION

A high-qualitygallium-dopedgermaniumsemiconductorbolom-
eter suppliedby InfraredLaboratories,Inc., waschosenas a
workingtransfer standard. Thephilosophyfor the ASETFacility
calibration is basedon the bolometerservingasthe working
standard,sincethe total irradiancein the collimatedbeamis
establishedbybolometermeasurements.
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Normally,the blackbodyandbolometerwouldbeusedtogether
asa set of standards,oneservingas a cross-checkon theother,
with theblackbodyconsideredthe primaryworkingstandard.How-
ever, it wasdecidedto usethe bolometerasthe workingtransfer
standardof total irradiancesubsequentto its initial calibra-
tion with the blackbody.Thisdecisionwasbasedonevidence
that the bolometerperformancecharacteristicsarehighly stable
andrepeatableovera longperiodof time, whereasthe long-term
repeatability of temperaturesettingsof the blackbodiesappears
to bequite deficient.

Thecalibration of the bolometerconsistsof the determina-
tion of its blackbodyresponsivity;i.e., its responsivitywith
respectto the radiantenergyemittedby a blackbody.TheASET
blackbodywasinitially assumedto be the primarylaboratory
standardin the lO0to h00Kelvintemperatureregion,providing
standardvaluesof irradiance(w/cm2) overa rangethat satisfies
the requirementsfor calibrating the bolometer.

Theresponsivityof the bolometeris determinedfromthe
outputsignal voltage(Vs,rms), with the bolometerviewingthe
blackbodycavity directly. Themeasuredvoltageis plotted asa
functionof the radiantpower($BB)incidentuponit. Theslope
of the resulting calibration curveyields theblackbodyrespon-
sivity of the bolome÷=_,,_:_R = V /$_B'_ Figure 5 presents a
plot of the measured slgn_Bfor s'_s5-Hz copper frequency as a

function of the modulated radiant power incident on the bolometer.

The bolometer responsivity was calculated at each point and was

determined to be, RBB = 1.5h ± 0.03 x 105 volts (rms)/watt (peak

to peak). The resultant slope of the responsivity varied by ±

0.03 for a la value. The bolometer has an effective sensitive

area of one millimeter diameter and is operated at 2.03 Kelvin

by carefully maintaining the vapor pressure in its helium dewar

to within + l0 -3 torr.

The rss uncertainty of the radiant power for each of the

data points shown in Figure 6 is represented by error bars. Be-

cause of the assumed ± 5-degree measurement uncertainty at all

temperatures of the blackbody cavity, a larger uncertainty (longer

bars) occurs for lower temperatures. A combination of different

blackbody temperatures and various apertures and separation dis-

tances was used to obtain the range of radiant power, which

accounts for the different-length error bars that occur along the

graph.

The single-value bolometer responsivity calibration was

accomplished for blackbody temperatures of 100, 200, and 300

Kelvin. As a result, a temperature of approximately 300 Kelvin

can be chosen for determining the resulting rss uncertainty in

the bolometer responsivity. At the time of the bolometer respon-

sivity calibration, the rss uncertainty was determined to be

± 8.9 percent.

For the various source apertures, Figure 6 can be used to

estimate the conversions to the rms value of the radiant power as

referenced to the fundamental component of a square wave. The

unit of radiant power, watts, refers to the total watts (peak-to-
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peak)valueof the square-wave-typemodulatedbeam.In general,
it is sufficient to multiply the wattspeak-to-peakvalueby 0.45
to convertto watts rmsof the fundamental.Toconvertto the
rmsvalueof the bolometerblackbodyresponsivity,the bolometer
responsivityis multiplied by 2.22.

Recentnoisemeasurementsweremadeonthe bolometerusing
the configurationshownin Figure7. At a bolometertemperature
of 2.03Kelvin, a bias currentof 0.5 microamperes(_A), anda
QuanTech304TDLwave-analyzernoiseequivalentbandwidthof 1 Hz,
themeanbolometernoisewasfoundto be46nV/_-_zat 25.5Hz.

Althoughthe bolometercalibration wascarriedout at a
single choppingfrequency,25.5Hz,the measuredfrequencyres-
ponseof the bolometeris includedin Figure8. Atypical noise
spectrumis presentedin Figure9. Thisnoisespectrumwas
recordedusinga QuanTech304TDLspectrumanalyzeroperatingwith
a 1-Hzbandwidthanda 25-dbhalf-bandresponse.

BErgIRRADI_CECALIBRATIOI__IEORY

Thebolometeris usedasa workingtransfer standardduring
the irradiancecalibration of the collimatedbeam.Theblackbody
responsivityof the bolometeris givenby

VSBN[volts (rms)]
RBB= CBBGc Lwatts (p-p)]

where
VSBN= the signal resulting fromsourceandbackground

irradianceandnoise, referencedat the bolometer,
in volts (rms)

Gc = electrical gain duringresponsivitycalibration
eBB= the radiant power,total wattspeak-to-peakvalueof

a squarewave,andis givenby

4 AD
eeffeT--B_ AS [watts (p-p)]

eBB = _ S 2

(1A)

where

eeff

TBB

A S

A D
S.

= effective calculated emissivity of the blackbody

cavity, per A. Gouffe, 0.9977 10_l 2 K_ 4= Stefan-Boltzmann constant, 5.6697 x W cm -2

= blackbody cavity measured temperature in degrees

Kelvin

= area of source (i.e., area of blackbody variable

aperture) in cm 2

= area of bolometer, 7.85 x l0 -3 cm 2

= separation distance between source and bolometer

during the bolometer calibration, cm
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Thecalculatedvalueof the bolometerresponsivity,RBB, when
operatedat 2.03Kelvinandat a bias currentof 0.5 _A,asgiven
previously, is 1.Shx 105volts (rms)/watts(p-p).

Theradiant powerincidentonthe bolometerwhenmountedat
the focal planeof the tester telescopeis givenby

VSBI{[watts (p-p)]
eBB = RBB

(2)

The total voltage out of the bolometer is a function of more than

one variable, and is given by

VSBN = [(VS + VB)2 + VN2]l/2 [volts (rms)]

where

V S = the signal out of the bolometer due to the modulated
source in volts (rms)

VB -- the background radiation-contributed noise in volts
(rms )

VN = the bolometer noise in volts (r ms)

%_nerefore, the total irradiance at the entrance aperture of

the tester telescope is the same as the total irradiance in the

mollimator beam, and is given by

1/2

'VsBN N watts p-p)

ESB - GE ATTRBB K cm j

where

ESB

SBN

E

and V N =

RBB =

(3)

(4)

= the total irradiance from the modulated source

and the DC background, in watts (p-p)/cm 2

same as before

the electrical gain during the irradiance

calibration

= the effective area of the entrance aperture of

the tester telescope, 211.6 cm 2

the responsivity of the bolometer, 1.54 x 105

v (rms)/w(p-p), with a ± 8.9 percent rss

uncertainty

RESULTS

The total source irradiance, ESB , in the ASET collimator

beam is presented for each calibration temperature as a function

of the normalized effective aperture diameters and for each mode

as defined by the position of the beam deviating mirror mounted

within the integrating cavity. The normalized effective aperture
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diameters(NEAD)is definedas

NEAD= [(sourceaperture8.00 diameter)(IC aperture5.88diameter_2_ (5)

where each aperture is normalized to the largest aperture in its

set.

The average blackbody temperatures at which the beam irra-

diance calibration was performed were 400.2, 300.1, and 200.6

Kelvin. As explained previously, the three modes defined by the

position of the beam-deviating mirror are specular, diffuse, and

integrating cavity. The numbers associated with each measured

point represent the aperture combination identification. Those

points which are solid indicators without the associated rss error

bar could not be measured with the bolometer, i.e., ESB _ NEI

(noise equivalent irradiance) of the bolometer. They are included,

however, since the area relationships are maintained between

apertures, and hence the associated irradiance value can be

extrapolated.

The results are presented in Figures 10, ll, and 12. Also,

Figure 13 presents the normalized effective diameter code that

defines the aperture combinations used to achieve the irradiance

levels for the various modes of operation. The measured data

points are presented with the rss error bar limits resulting from

the geometric and bolometer responsivity uncertainties. Data

analysis indicates that the bolometer responsivity appears to be

independent of the blackbody temperature. Therefore, the temper-

ature error of the blackbody during the irradiance calibrations is

not of prime importance in the error budget for the beam irradi-

ance. As a result, the rss uncertainty in the responsivity of the

bolometer calibration is increased only by the additional measure-

ment errors encountered in determining the total beam irradiance.

Thus, the rss uncertainty in the total beam irradiance is given

as ± 9.22 percent.

A comparison between the graphs generated for the three dif-

ferent blackbody temperatures shows excellent agreement with the

Stephan-Boltzmann law, which may be verified by comparing the

ratio of the total irradiances to the ratio of the temperatures

raised to the fourth power. For the beam-deviating mirror in the

diffuse mode, the ratios are performed and presented. As may be

seen, the comparison of measured versus ratio differences are less

than 1 percent.

/_oo.2_ _ _ _oo.2

\300.1j " 3._6; zs a _0._ - 3._; _,rc_t azt_r,,_ - 0.63

(_1) _ - _ - 5.00; _f_,n_ - 0.20pereeffit
ESB 200.6

/_._V r. _oo.2.
_2oo-'_'g./ " 15.8_; _zs, _oo.6 _5.7o; _,_-,a_ _r_r_c, - o._
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Additionally, checks were made to determine the variation

between the irradiance levels as established by the beam-deviating

mirror positions. The variations were found to remain constant as

a function of the temperature and geometric changes. This tends

to indicate a lack of dependence upon the wavelength as a function

of temperature and variable geometries.

A regression analysis utilizing a two-variable power regres-

sion of the form

y = A x A1 (6)
o

has been performed to allow for rapid calculation of irradiance

levels for sensor calibrations. The relationship is linear on a

log-log plot, end the slope of the line is very close to unity.

As such, the data are described extremely well. All the measured

data were entered to determine the coefficients of the power

curve. Once the coefficients were determined, the best-fit line

for the data was plotted. As can be seen in Figures l0 through

12, the best-fit calculated curve describes the measured data.

The correlation coefficient approaches unity for each case, pro-

viding an estimate of the overall precision of the measurements.

REPEATABILITY OF DATA

During the pumpdowns after the calibration run, comparison

data were taken with the bolometer to see if there were any vari-

ations that could be attributed to test buildup or lapsed time

between measurements. Presented in Table 1 is a comparison of

the raw voltage data taken on 17 May 1972, during the original

calibration, and verification data taken on 30 May and l0 October

1972. As shown, the worst-case percent difference for each beam-

deviating mirror position is 3 percent for the low-energy inte-

grating cavity mode measurements.

ERROR ANALYSIS

The total irradiance in the beam of the collimator has been

examined in sufficient detail to provide for an rss error uncer-

tainty determination. An estimate of the accuracy of the beam

irradiance can be obtained by determining the absolute fractional

error in ESB , Equation (4), which is given by the sun,nation of the

differential dESB divided by the true value of ESB. This can be

written in equation form and is given by

a_s__.___i _ _Es_ES B = ES B _-_--i dXi '
(7)

where X i indicates the set of independent variables of Equation

(4). Expending Equation (4) as a function of all terms in the

responsivity equation gives
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ESB=
! 2 v2_ ,112 _ h AS ADVSBN - N ) GC eeff TBB

GE_2V 1
(8)

where all terms are as defined previously except for

V 1 = the bolometer voltage output during the bolometer
calibration, in volts (rms)

Before proceeding with the error analysis, some mention

should be made of the case where the background-contributed noise

voltage exceeds the bolometer noise voltage, i.e., V B > V N. Nor-

mal operating conditions of the ASET Facility are such that

VB << VN. However, during unusual measurement conditions there

have been occasions when measurable background irradiance was

observed. It is for this reason that subscripts denoting back-

ground are included in the expression for the total irradiance.

Under such adverse conditions, where V B > V N, it should be recog-

nized that a meaningful error analysis cannot be carried out. The

effect of high background is easily observed, and must be cor-

rected before calibration measurement is performed. In typical

operation the inherent low background in the ASET Facility does

not influence the bolometer calibration. If a very low background

is found to be present, the following two criteria for acceptable

data in the presence of the background noise can be considered.

First, only those data points are considered for which the signal

voltage V S >_.9V B (or in terms of measurable quantities, one has

(V S + VB) _ lOV h. Secondly, the decision to accept or reject a

particular data point must be influenced by the technical Judge-

ment of the scientist conducting the measurements. Based upon

these criteria, variations of ESB with V B in the following anal-

ysis may be ignored.

Now, performing the substitution of Equation (8) into Equa-

tion (7) and evaluating the partial derivative yields

ESB] = VSB_,7-'---V2"-_ /j L_eff] _ +L_ ]

[] [][]. . [v] + v-iv l- -
"dVl]_ (9)

"VI ]

In order to simplify computations, an approximation is considered

for the first term of Equation (9). It is desirable to eliminate

the relative error in the noise voltage, dVN/V N , because measuring
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dVN/VNwith highprecisionis difficult. Therefore,in general,
only thosedatapoints for whichVSBN/VN_ 2 aredeemedaccept-
able. Usingthis assumption,the first termin Equation(9) can
be approximatedas

VSB N dVsB N - VN dV N

2 2

VSB N - V N

1 \v 7/

.... (io)
VSBN VSBN 2

L

dVsBN within 1 percent.

VSB N

Equation (9) can be rewritten as simplified by Equation (i0) and

then converted in terms of the rss uncertainty in the total irrad-

lance by taking the square root of the sum of the squares of each

term. Thus, the rss uncertainty in the total irradiance is given

by

•2 \2 l 4dTBB_2rdEsB] = + [.dVsB N 2 d_ef____f, + do,

[ESB Jrss - [k_, +' %ff ," ',7'-' +, TBg /

+ __ + ' .._£ I + +

1/2
idVl.,2 tdGE\2 ]

(ll)

A summary of the assumed and measured uncertainties in Equa-

tion (ll) is given in Table 2. As can be seen, the dominant

error lies in the assumed ± 5-degree uncertainty in the blackbody

temperature measurement at the time of the responsivity calibra-

tion. Since the variation in the responsivity was only ± 0.03 for

a lo value for the various temperatures used in the responsivity

calibration, the highest calibration temperatureis used in

determining the rss uncertainty, i.e., 300 Kelvin. The beam

irradiance measurement is dependent upon the bolometer calibration

and hence, the blackbody temperature is not found in the beam

irradiance undertainties summary. Solving Equation (ll) using the

values of Table 2 gives an rss uncertainty in the total beam

irradiance of ± 9.22 percent.

522-137 0 - 73 - 7
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SOURCE MONOCHROMATOR

In addition to the total irradiance calibration capability,

the ASZT Facility has another source assembly capable of producing

a scanable monochromatic beam, thus providing the capability for

spectral response calibrations. The spectral range covered is

from 2.5 to 26 micrometers. The monochromator source assembly

replaces the standard source assembly on the source table, with

its radiant output projected with the same F-number into the col-

limator through a single fixed exit aperture. It is an all-

reflective grating instrument whose use has important advantages

over the use of narrow-band filters to provide the necessary

spectral energy distribution. A Schematic diagram of the mono-

chromator source is shown in Figure lb. It produces a nearly

monochromatic beam that is focused onto the exit aperture and is

then collimated by the ASET collimator, thus simulating a mono-

chromatic point source at infinite distance.

The monochromator utilizes a filter wheel containing up to

six multiple-layer interference-type longwave-pass filters. They

are used to block radiation of shorter than selected wavelength

values in order to prevent second-order and higher-order wave-

length radiation output from the monochromator. In addition, one

position can hold a polystyrene filter to serve as a wavelength

calibrator.

Three gratings are available with rulings of 20, h0, and 80

lines per millimeter, corresponding to a line spacing of 50, 25,

and 12.5 micrometers, and blaze wavelengths of h.3, 8.6, and 17.2

micrometers respectively.

MONOCHROMATOR CALIBRATION

The main monochromator parameter to be calibrated is its out-

put wavelength as a function of grating angle. This parameter is

important since it remains constant from run to run, whereas the

resulting beam irradi_nce depends on the blackbody-type source

temperature. The variability of the irradiance is effectively

taken into account by continuously measuring the beam irradiance

with the calibration monitor, whose response is spectrally flat.

Although three gratings are available, only two were calibrated,

the 80 lines per mm and the 20 lines per mm. These two gratings

cover the range from 2.5 to 26 micrometers in the first order,

with a slight dip in the mid-range.

The expected wavelength values in the first order are given

by

= 2d sine cos6

with ¢ being the grating angle, 6 the angle of incidence at the

specular (zero order) position (¢ = 0), and d the line spacing or

grating constant. For the 20 lines/_ grating at room tempera-

ture d = 50 wm, and for the 80 lines/mm grating d = 12.5 um. The

value of d is reduced at 20°K by 0.h percent due to the contrac-

tion of the aluminum grating material. The value of cos _ is
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0.86,basedonthe geometryof the instrument. It will not change
with temperature,sincethe wholeinstrumentis madeof aluminum
andshouldshrink uniformly,keepingangularrelationships
constant.

At room temperature the calculated wavelength values for each

grating are

X = 86.0 sin_ (20 lines/mm)

= 21.5 sins (80 lines/mm)

and at 20°K, the calculated wavelength values for each grating are

= 85.65 sin_ (20 lines/mm)

= 21.42 sin_ (80 lines/m.m)

The grating was directly connected to a rotary resolver,

i.e., an angular position transmitter, whose output signals were

converted to digital information and input directly to a digital

computer, a PDP-15, which calculated the wavelength according to

the preceding formulas and displayed it on a terminal at the ASET

console in near real time. In addition, the bolometer signal out-

put amplitude from the ASET lock-in amplifier (PAR HE-8) was

input to the computer for display along with the wavelength. An

X-Y recorder was also set up to plot the resolver analog signal

along the X-axis and the lock-in amplifier signal along the Y-axis.

This data-taking arrangement during an actual wavelength scan pro-

duced an analog plot of sensor signal versus wavelength simultan-

eous with a digital table of sensor signals as a function of

wavelength as provided by the computer.

A typical room tempereture monochromator response using the

polystyrene filter is given in Figure 15. The corresponding

response at 20 Kelvin is given in Figure 16. The wavelengths

calculated from the formulas shown were compared with the poly-

styrene band center wavelengths. The discrepancies were within

the monochromator resolution. Similar response curves using the

interference type filters showed the expected 1 to 3 percent

downward shifts in their characteristic wavelengths as the

temperature was lowered to 20 Kelvin.

The measured results are presented in Table 3 for the 80

lines/mm grating and in Table h for the 20 lines/mm grating. The

grating wavelengths are calculated using the previous formulas.

The monochromatic beam irradiance was measured using the

ASET bolometer. The result was a set of typical system response

curves of the monochromator and ASET Facility, which are presented

in Figure 17. The curves were obtained with a 900 Kelvin source

during two test cycles; one with the 80 lines per millimeter grat-

ing and the other with the 20 lines per millimeter grating.

The relative spectral response of a Si:As detector was

obtained during tests within the facility, and is shown in

Figure 18.
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MONOCHROMATOII ERROR A/'IALYSIS

The major error in the monochromator wavelength calibration

is due to the monochromator dispersion, which is 0,05 _m/mm for

the 80 lines/nun grating and 0,22 _m/mm for the 20 lines/ram grat-

ing. During the operational tests in ASET, a 1,1 mm diameter

aperture was used as the exit slit, so that the wavelength spread

in the ASET beam was 0.055 _m and 0.25 um respectively for each

grating. During the ambient calibration runs using the thermo-

couple detector, the wavelength spread was defined by the 0.5 mm

thermocouple width that was being used. The resulting expected

wavelength uncertainty was therefore estimated to be 0.028 _m for

the 80 lines/mm grating and O.11 um for the 20 lines/mm grating,

Other wavelength errors included offset in the analog-to-

digital converter and graph reading error, The total wavelength

errors due to these and other sources is about -+ 0.02 zm for the

80 lines/mm grating and -+ 0.08 zm for the 20 lines/mm grating.

The total error in the monochromator wavelength calibration is

therefore about +- 0.04 um for the 80 lines/ram grating and

+_ 0.14 _m for the 20 lines/ram grating. It is seen in Tables 3

and 4 that the differences between measured and calculated wave-

length values for each grating at any point are less than the

calibration measurement errors. Therefore, the approach taken is

considered sufficiently accurate to define the monochromator wave-

length calibration.
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Figure 1. View of Test Facility 
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INTEGRATING
DIFFUSE MODE CAVITY MODE

(VOLTS) (MILLIVOLTS)APERTURE

COMBINATIONS

(ram)

8/5.88

8/2

8/I.5

8/11

8/075

8/0.50

8/0.34

PERCENT

DIFFERENCE

(WORST CASE )

SPECULAR MODE

(VOLTS)

17MAY 30MAY 10OCT

1.64 1.65 1.65

0.7 0.7 0.7

0.335 0.335 -

17MAY 30MAY 17MAY 30MAY

6.55 6.65

0.760 0,765

0.447 0.440

0.243 0.245

O106 0.105

0.047 0.047

0.022 0.022

10.4 10.3

1.21 1.2

0.680 0.69

0.355 0.36

0.165 0.160

0.075 0.075

0.034 0.035

_- 06 PE RCE NT _ 0.9 PE RCE NT _ 3 PE RCE NT

Table 1. Comparison of Voltage Data Taken On May 1972 With Data

Taken On 30 May 1972 and 10 October 1972

UNCERTAINTIES IN IOLOMETER
RES*_ONSIVITY CALIBRATION

> 1 PERCENT

4O3"EoTI8 at 30001(

-6.7x 1_'2

dT - 5-dq_

• S.0 • 10.2

_,dGC

• 1.0 • tO' 2

¢N1/V 1

- 3.0 • tO"2

¢'_JAs

.4A4 • t0`6

o1_x1_

Table 2.

- 3x 10_1

(I0#_-

.5.1 = 10 '4

UNCERTAINTIES IN BEAM
IRRADIANCE CALIBRATION

>1 PERCENT <1 PERCENT

dVr, IOW_SIN =",'rr ;"h'T

• 2.0 • 10'_ - 1.0 • t_ '3

dGE/G E

• 1.0• 1(_2

Summary of RSS Uncertainties

MEASURED WAVELENGTH

POLYSTYRENE 3.31 pm

POLYSTYRENE 3.43 pm

POLYSTYRENE 5.33 pm

CO 2 ABSORPTION BAND 4.27/Jm

ROOM TEMPERATURE,

IN AIR

GRATING

ANGLE WAVELENGTH

8.80 ° 3.29 pm

9.25 ° 3.46 pm

4.40 ° 5.35 pm

11.45 ° 4.27/Jm

20 K, IN VACUUM

GRATING

ANGLE WAVELENGTH

8.76 ° 3.26 pm

9.18 ° 3A21Jm

14.46 ° 5.35 pm

NONE

Table 3. 80 Lines/mm Grating Calibration

ROOM TEMPERATURE,

IN AIR 20K, IN VACUUM

GRATING GRATING

MEASURED WAVELENGTH ANGLE WAVELENGTH ANGLE WAVELENGTH

POLYSTYRENE 13.33/,_

POLYSTYRENE 14.40 pm

8.85 ° 13.32/Jm

9.60 ° 14.40/Jm

8.95 ° 13.33pxn

9.60 ° 14.37/Jm'

Table 4. 20 Lines/mm Grating Calibration
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